[Comparison of dose distribution on radiographic film and radiochromic film for intensity modulated radiation therapy].
Radiographic film is generally used for inspection of dose distribution in intensity modulated radiation therapy (IMRT) at many institutions. However, the distribution of filmless systems can be expected to be used increasingly in the future. Therefore, we confirmed the utility of radiochromic film by comparing it with radiographic film that does not need an automatic processor. Difference in does measured by radiographic film and radiochromic film tended to increase in the low does area, but it was limited in a range of 1.5%. When the dose distribution was verified in a highly accurate radiation therapy such as IMRT, the results suggested that radiochromic film can be useful in addition to radiographic film.